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A p r i l 22nd 1947. 
• I N T R O D U C T I O N . 
I n October 194k I was appointed by the Medical Research Council to 
the s t a f f of the Otological Research Uni t a t the National Hosp i t a l , Queen 
Square, London,-TC.C.l. 
My work w i t h t h i s Uni t has been concerned f o r the most par t w i t h the 
physical aspects o f deafness and hearing a ids , and has been ca r r i ed out at 
the Deafness C l i n i c at the National Hospi ta l as par t of a programme of work 
designed to provide the Electro-Acoustics Committee o f the Medical Research 
Council w i t h experimental data required f o r the design o f the standard types 
o f valve aids recommended by the Committee f o r general use by the deaf. ; 
Deta i ls o f the work and o f the Committee's recommendations are to be found . 
i n i t s Report ( i n the press, H.M.Stationery O f f i c e ) . 
Part of my own con t r ibu t ion to the.above work forms the basis of t h i s 
thesis which contains, i n add i t i on , some o r i g i n a l observations d i r e c t l y 
re la ted to the subject of Deafness and Hearing A i d design. 
. I n Section I o f the thesis are ou t l ined some • of the p r i n c i p a l 
charac ter i s t ics of hearing a ids . . Mention i s made of aids other than valve 
aids , as these are s t i l l used i n large numbers by some of the deaf populat ion, 
but i t i s to be remarked at the outset that valve aids being f a r superior to 
any others, were the p r i n c i p a l concern of the Electro-Acoustics Committee and 
•were the. only type used a t the Deafness C l i n i c . The main features of the . 
cons t ruc t ion .of modern waive aids are described w i t h some remarks on 
decoupling, feedback and tone c o n t r o l . 
I t was necessary to have as many as ten or more d i f f e r e n t hearing aids 
i n use at the C l i n i c , and means had to be devised to maintain them i n constant 
working order and to make rap id check measurements of t h e i r performance. I n 
add i t ion , i t was necessary to study the manner i n which de te r io ra t ion of the 
H.T. and L . T . batteries- a f f ec t ed the performan.ee o f ce r t a in of these aids , 
which were found t o be o f p a r t i c u l a r c l i n i c a l value. C i r c u i t diagrams o f 
these aids are provided. 
Before pat ients at the C l i n i c ; c o u l d be tested w i t h various hearing aids , 
other tes ts had to be made i n order to ascertain the degree of t h e i r hearing 
impairment. The p r inc ip le s and technique of these tests are discussed i n 
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d e t a i l i n Section I I . This i s devoted i n p a r t i c u l a r t o , 
* • 
, A. Pur;e tone Audiometry, a common method of measuring 
the loss f o r pure tones, the l i m i t a t i o n s of •which 
are explained, and 
B. Speech Audiometry, a more d i rec t method of assessing 
a p a t i e n t ' s i n a b i l i t y to understand speech. 
The l a t t e r method was developed at the C l i n i c i n conjunct ion w i t h the 
Electro-Acoustics Committee, and much of t h i s sect ion i s devoted to the 
p r inc ip l e s and prac t ice o f speech audiometry inc luding 'the se lec t ion of t es t 
m a t e r i a l . 
I n Section I I I i s described the methods of evaluating "by means of the 
speech audiometer the usefulness of the various hearing aids i n meeting the 
i n d i v i d u a l requirements of deaf subjects . 
F i n a l l y , i n Section IV are contained some o r i g i n a l observations and 
research ca r r i ed out i n connection w i t h t h i s work. 
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S E C T I O N I . 
HEARING AIDS. 
The various aids to hearing f o r the deaf may he grouped broadly under 
two main headings: 
. . Acoustic Aids. 
... • Electro-Acoustic A m p l i f i e r s . 
Acoustic A ids . , 
These appliances, the more common of •which are the speaking tubes, 
ear trumpets and so-rcalled auricles , are of a non-e lec t r i ca l nature. Thei r 
act ion depends upon the c o l l e c t i o n of•sound at the expanded end of a tube, 
i t s passage along t h i s tube w i t h r e l a t i v e l y l i t t l e a t tenuat ion, and i t s 
de l ivery a t the ear through the narrow end of the tube. The losses i n the 
tube are mainly due to absorption, and a f f e c t the frequency'above 3,000.c-.p*s. 
The tube should be made of metal , hard rubber or vu lcani te to avoid losses 
due to absorption. The b e n e f i t derived from the speaking tube depends upon 
the f a c t that the mouth of the speaker i s brought e f f e c t i v e l y from a distance -
of 3 f t . d i r e c t l y to the meatus o f the subject . The ove ra l l gain so obtained 
may amount t o as much as 30 db. which may be very valuable i n cases o f s l i g h t 
deafness. 
Electro-Acoustic A m p l i f i e r s . 
E l e c t r i c a l hearing aids are f a r superior t o the non- f i lec t r ic type by 
v i r t u e of t h e i r greater ampl i f i ca t i on and wider app l ica t ion . I n , t h i s type 
the pa t i en t ' s ear i s replaced by a microphone whereby the sound energy i s 
changed to e l e c t r i c a l energy, amplified- and del ivered t o a receiver applied 
at the pa t i en t ' s ear. I n some cases the receiver takes the form of a 
v ib ra to ry element, the so-cal led bone conduction receiver. This element i s 
applied to the mastoid process or some bone o f the head. I n contrast to bone 
conduction, conduction along the ear passage i s known as air-conduction. 
With a l l e l e c t r i c a l hearing aids there are concomitant pa ras i t i c noises which 
set a l i m i t to the weakest sounds that can be made audible to a deaf subject . 
This background noise i s p a r t i c u l a r l y objectionable i n cases of deafness due 
to disease of the i n t e r n a l ear.. . 
There are two main types i n use., those using a very sensi t ive type of 
carbon microphone w i t h or without an add i t iona l carbon a m p l i f i e r , and those 
using a be t t e r q u a l i t y microphone but necessi tat ing an associated valve 
a m p l i f i e r . 
(a) Carbon Aidsw . i . . . i: . 
The carbon microphone consists essent ia l ly o f a l ayer of carbon granules 
i n contact w i t h a carbon diaphragm. The system acts as a resistance to a 
current passing from a low tension ba t te ry o f from three to f o u r and a h a l f 
v o l t s , and. th i s resistance varies as the diaphragm vibrates under sound 
pressures. I n t h i s way the current varies d i r e c t l y as .the v i b r a t i o n of the 
impinging sound waves* 
The voltage developed by the earbbn microphone i s considerably greater 
than tha t developed by any other microphone so that s u f f i c i e n t a m p l i f i c a t i o n 
i s obtained to operate a low resistance telephone receiver i n series w i t h the 
microphone as i n F i g . I showing a simple c i r c u i t o f a non-valve a id . 
i — | K 
w 
R 
F i g . l Simple c i r c u i t o f carbon Fig.2 C i r c u i t employing carbon 
microphone•aid. powder a m p l i f i e r . ' 
The resistance E. i n series w i t h the ba t te r ies acts as a s e n s i t i v i t y c o n t r o l . 
The microphone, has a diaphragm resonance usual ly between 500 and 1000 c .p .s . 
and t h i s , i n combination w i t h the. receiver resonant frequency, gives the 
system a sharp or •peaked' response. Any attempt at damping the diaphragm 
resul t s i n serious loss of s e n s i t i v i t y and attempts have been made to broaden 
the charac te r i s t i c by using two microphones. w i t h d i f f e r e n t resonant frequencies 
i n p a r a l l e l . 
. I n most present day carbon microphone: aids a carbon-powder a m p l i f i e r i s 
incorporated, i n the system as shown i n F i g . 2 g iv ing increased s e n s i t i v i t y . 
I n t h i s way a powder type microphone o f a lower s e n s i t i v i t y but more uniform 
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charac te r i s t i c can be vised. With aids o f t h i s type the s ignal noise r a t i o -
i s lowij; and t h i s l i m i t s the permissible a m p l i f i c a t i o n . Furthermore, arcing 
between the contacts of the granules and the diaphragm necessitates renewal 
of the carbon shot a f t e r a period of use. On account of t h e i r extreme 
p o r t a b i l i t y such aids are favoured by many despite the undoubted defects of 
reproduction. To t h i s we should add tha t some American f i rms have now 
developed improved ;bypes w i t h responses approaching those, of valve a m p l i f i e r 
-aids. 
(b) .Valve Aids, ( i ) Design. 
The employment of midget valves i n e l e c t r i c a l aids has made possible the 
use of high q u a l i t y microphones such as the piezo e l e c t r i c c r y s t a l and e lec t ro-
magnetic, which give greater f i d e l i t y o f reproduction. Furthermore, the 
increased ampl i f i c a t i on available i n mul t i -va lve instruments has. permitted 
the use of f i l t e r c i r c u i t s to give frequency response adjustment when desirable. 
I n p a r t i c u l a r , the use o f the c r y s t a l microphone,, now almost un iversa l ly 
adoptedj great ly favours l ightness and compactness. 
The basic p r i n c i p l e of hearing a i d ampl i f i e r s generally fo l lows the l i n e s 
o f resistance capacity coupled A/F ampl i f i e r s as shown i n Fig.3> although i t 
i s not uncommon to f i n d one stage.of transformer coupling as i n F ig .4. The 
size o f the l a t t e r , however, l i m i t s i t s employment i n very small aids. Very 
great stress i s l a i d on the ove ra l l weight of the a i d inc lud ing ba t te r ies and 
i n t h i s respect the new layer-pack type of H.T. ba t t e ry has found an admirable 
use i n the hearing a i d market. 
MQ. S o-ooa. > S O<6P& 
•H.T. 
- HT 
Fig .3 Typical c i r c u i t of three-valve a i d . 
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Fig .4 C i r c u i t o f valve a id using transformer coupl ing. 
The high tension required by some recent aids i s sometimes as l i t t l e as 
22-^  v o l t s and seldom above 45 v o l t s while the low tension varies from 1.5 
vo l t s to 4.5 v o l t s according to the mode o f w i r i n g of the f i l ament c i r c u i t • • 
(miniature hearing a i d valves normally require, 1.4 f i lament vo l tage . ) 
Usually the f i laments are wired i n p a r a l l e l so that only a s ingle large 1.5 
v o l t c e l l need be used, thus economising i n weight and.space. Triodes, 
tetrodes and pentode miniature valves are used. 
Other miniature components such as res i s tors and condensors have been 
reduced to 'midget'^ dimensions. One^tenth watt res is tors of the order of 
ten ohms to ten megohms are being made as small as ^/81TL. long and ^/8in, 
i n diameter. 
The receivers used are usual ly o f the moving-iron and p iezo-e lec t r i c 
c r y s t a l types.. Moving c o i l receivers are considered too heavy and, furthermore, 
since they are of low impedance, they require an output matching transformer i n 
the l a s t valve c i r c u i t . The p iezo-e lec t r i c receiver i s a capaci ta t ive 
impedance of the order o f 10,000 ohms, at 4,000 c/s and f o r maximum s e n s i t i v i t y 
the l a s t valve of t h e ' a m p l i f i e r can be o f higher impedance than i n the case of 
the moving i r o n iype. Since the appl ica t ion o f the D.C. anode voltage to the 
receiver must be prevented, the output load consists o f a high resistance across 
which the telephone i s connected i n series w i t h an i s o l a t i n g condenser. 
( i i ) Decoupling. Some t rouble has been experienced w i t h c e r t a i n 
sensit ive three-valve aids which have developed s e l f - o s c i l l a t i o n as the high 
tension ba t te ry has begun to age. • The t rouble arises i n the increase o f the 
i n t e r n a l resistance o f the ba t te ry despite the f a c t tha t the voltage i s a t , , 
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or only s l i g h t l y below, the nominal value. Pos i t ive feed-back i s theri^ 
developed v i a the anode load of the f i r s t valve onto the g r i d o f the second 
.and the a i d breaks. into o s c i l l a t i o n . This e f f e c t can be n u l l i f i e d by 
decoupling t h i s valve i n the manner shown i n P ig . 5 
I o - i o-s no. Tel. 
ana a-oox OS 2«n 
a p-ooz 
•°+ H.T. 
-t I T 
F i g . 5 Method o f decoupling to prevent o s c i l l a t i o n when 
H.T. Battery deter iorates . 
As s e l f - o s c i l l a t i o n begins i n . an a id which has not been decoupled when the -
i n t e r n a l resistance reaches such low. values as 150 to 200 ohms, t h i s f a c t o r 
i s o f great importance,,especially w i t h the advent o f the aforementioned l aye r -
pack "type ba t te r ies which have ah i n i t i a l i n t e r n a l resistance of from 90 t o 
110 ohms. 
( i i i ) Negative Feedback i n Hearing Aids . With the advent o f miniature 
valves of r e l a t i v e l y high ampl i f i c a t i on i t has become possible to s a c r i f i c e 
par t of the gain o f an a i d and take advantage o f the improvement i n qua l i t y 
o f f e r ed by the use of negative feed-back. 
I t s e f fec t s upon performance are well-known inc lud ing improved frequency 
response, reduction o f d i s t o r t i o n and noise introduced by the ampl i fy ing system 
as w e l l as the increased s t a b i l i t y w i t h regard to the supply voltages and , _ 
c i r c u i t elements. 
A t y p i c a l c i r c u i t o f American design, shown i n F ig .6 , provides voltage 
feedback between anode and g r i d of the output .stage. Here'a f r a c t i o n of the 
output voltage V i s . a p p l i e d t o the g r i d of valve 3« 
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Fig .6 Valve a i d . incorporating , F ig .7 . Western E l e c t r i c A i d . 
negative feedback. 
The Western E l e c t r i c Co. have produced an a i d the c i r c u i t diagram of 
t 
which i s given i n P ig .7, i n which negative feedback i s used to improve 
f i d e l i t y of reproduction and a measure of positive feedback to counteract 
the e f f ec t s of f a l l i n g bat tery vol tage. A f r a q t i o n of the output voltage 
from the tapped r e s i s to r shunting the output transformer i s applied t o both 
the f i r s t and l a s t va lve . I n the former case the feedback voltage i s 
impressed upon the screen g r i d through the resistances H I , R2, and condenser. 
CI i n the l a t t e r case upon the g r i d through the resistance"R3, condenser C2 
and resistance R4. Pos i t ive feedback with^increasing H.T. bat tery resistance 
i s applied t o the g r i d of valve 2 . 
( i v ) Tone Cont ro l . The s c i e n t i f i c basis f o r se lect ive a m p l i f i c a t i o n 
i n cases of deafness i s by no means.clear. I n p rac t i ce , however, many present 
day commercial Hearing aids incorporate some form of tone con t ro l which gives 
the wearer a choice of two or more frequency responses which can be used a t ' 
w i l l t o give (a) the most 'comfortable ' response according to the ind iv idua l s 
hearing loss or (b) the most sui table respons'e f o r the conditions i n which 
the a i d i s being used, such as r e s t r i c t e d low frequency response t o reduce 
d i s tu rb ing s t reet noises when the a i d i s being worn out-.of doors. 
The c r y s t a l microphone i s commonly used now i n hearing aids, and t h i s makes 
possible a very'easy'means of in t roducing low frequency a t tenuat ion. The 
microphone i s equivalent to a condenser of the order of 0.002 mfd. or an 
impedance of about h a l f a megohm at 200 cycles across the input of the f i r s t 
va lve . When t h i s i n t u r n i s . shunted by a resistance of less than t h i s value 
(see Fig .8) the response at low frequencies can be reduced considerably. 
II 
0 
• 
Fig.8 Low frequency at tenuation. Fig .9 F i l t e r c i r c u i t f o r reducing 
response at the middle of 
the speech range. 
High frequency attenuation can be obtained by using a condenser i n 
p a r a l l e l w i t h the anode resistance of a valve c i r c u i t . The condenser reduces 
the o v e r a l l impedance o f the anode load to high-frequencies, and t h e i r 
amp l i f i c a t i on i s consequently reduced while the low frequency response remains 
unchanged. On the other hand, a small in te r -va lve coupling condenser, together 
w i t h a g r i d resistance, gives, a response which decreases at low frequencies. 
I f a response i s required which r ises gradually to each end of the frequency 
scale, i t i s necessary to incorporate a tuned c i r c u i t of the form shown i n 
Fig.9 consis t ing of an inductance resistance and condenser. I n t h i s way, by 
choosing sui table values f o r the components, i t i s possible to attenuate those -
frequencies i n the middle frequency range. This , o f course, tends to reduce 
the e f f e c t i v e ampl i f i ca t i on of the a i d considerably, and provis ion w i l l 
i nva r i ab ly have to be made t o restore the ove ra l l gain by means o f another 
stage. of a m p l i f i c a t i o n . 
An i n t e r e s t i ng c i r c u i t due to Planer and Mariand Fig.10a [Bibl iography ( l ) ] 
u t i l i s e s negative feedback i n producing a select ive response. 
H.T- Cr 
»—ti—' 3&V 
I i — A W — 1 
' F *9 
I P 
v r .t •I M 
>5M 
Fig.IOa. Tone con t ro l by means of • Pig.lOb Correction network, 
negative feedbacks. 
' - 7 - . 
The a m p l i f i e r proper possesses a subs tan t ia l ly f l a t frequency 
cha rac te r i s t i c , and incorporates a p iezo-e lec t r i c c r y s t a l microphone M o f 
which the equivalent c i r c u i t i s shown i n the diagram. Degenerative feed-back 
i s brought about by feeding back to the g r i d of the f i r s t valve a p o r t i o n of 
the voltage across the output load by way of a correc t ion network P o f the form 
shown i n Pig . 10b. and a p o t e n t i a l d iv ide r P. I n t h i s way i t i s possible (a) 
to make Use of the f u l l gain of the a id w i t h no frequency correc t ion when-
l i s t e n i n g to very f a i n t sounds, or (b) to introduce the desired frequency 
response by means of the f i l t e r c i r c u i t and at the same time take advantage 
of the f i d e l i t y a f forded by degeneration when l i s t e n i n g to a source of adequate 
sound i n t e n s i t y . 
3'. Performance Tests. 
The a i r t o a i r amp l i f i c a t i on of a hearing a id i s defined as ' the r a t i o i n 
decibels of the f r ee sound f i e l d required to produce a given loudness sensation 
i n the unaided ear to the i n t e n s i t y o f the f i e l d at the diaphragm o f the hearing 
a i d microphone tha t w i l l produce the same sensation of loudness. 1 [Bibl iography 
( 2 ) ] . Many methods have been devised to ascertain t h i s r a t i o , both sub jec t ive ly 
and o b j e c t i v e l y , and the above d e f i n i t i o n has been.modified, from time to time t o 
conform t o the various t e s t ing condi t ions . The basic p r inc ip l e s remain the 
same, however, and the f o l l o w i n g methods are t y p i c a l of those i n current use. 
(a) Subjective Method. 
This method i s dependant to a large extent upon the s k i l l and judgment o f 
an observer. The output from an o s c i l l a t o r i s l e d through an attenuator 
ca l ib ra ted i n decibels to a loudspeaker. The hearing a i d microphone i s placed 
i n f r o n t o f the loudspeaker and a l i s t e n e r s i t s so that one ear faces the loud-
speaker i n a s i m i l a r pos i t i on to that occupied by the microphone. The l i s t e n e r 
l i s t ens to the sound from the hearing a id receiver and then quickly removes i t 
to l i s t e n to the source i n f r e e a i r without moving his head. Yfaile so doing 
he quickly a l t e r s the reading of the attenuator, to make the two sounds appear 
equally loud. A f t e r a number of a l ternate l i s t en ings a reading o f the attenuator 
i s obtained which gives a subject ive value o f the e f f e c t i v e a m p l i f i c a t i o n of the 
• a i d at the frequency used. Care has to be taken i n the choice o f the l e v e l o f 
the sound output from the loudspeaker l e s t the a i d i s overloaded, when i t s 
amp l i f i c a t i on w i l l begin t o f a l l o f f and d i s t o r t i o n w i l l be introduced. 
• « • 
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(b) Objective Method. 
Subjective methods although simple are not at a l l accurate, and are apt 
to vary by as much as 10 db-. For more precise determinations, the re fore , so-
ca l l ed a r t i f i c i a l ears are used. These take the form of a coupling device 
between the hearing a i d receiver and a microphone connected to an a m p l i f i e r 
and meter ca l ib ra t ed i n d.b. by means of which the sound pressure generated by 
the receiver i s measured. The cav i ty enclosed by the a r t i f i c i a l ear, the 
» 
receiver and the microphone, must present ' to the receiver the same acoustical , 
impedance as would a normal ear, otherwise the response of the receiver w i l l 
d i f f e r from tha t which i t w i l l give i n actual use. 
I t seems generally accepted i n t h i s country that a r i g i d wal led c a v i t y o f 
volume, about 3c.c. combined w i t h an acoustic resistance i n the range 100 t o 
150 acoustic ohms., provides a s u f f i c i e n t l y close representation o f t y p i c a l 
ears over the range of frequencies of most importance i n telephone pract ise 
(say 150 to 3500 c / s ) . F i g . 11 gives a t y p i c a l example! 
Acouiic resistance 
i tube containing strands, 
of wool) 
(<r-Brass cup over which 
the receiver under tes t 
i s placed. 
Aluminium f o i l 
Condenser Microphone. 
F i g . 11 A r t i f i c i a l Ear. 
The hearing a i d receiver i s connected to the a r t i f i c i a l ear and the 
microphone of the a id suspended i n f r o n t of a loud speaker w i t h the nrinimum of-
attachments so tha t i t l i e s i n the plane progressive sound f i e l d produced by 
the loudspeaker. The l a t t e r i s s i tua ted i n one side of a room l i n e d w i t h 
absorbent mater ia l i n order to reduce r e f l e c t i o n of sound Jo a minimum. 
The sound pressure (dynes / cm 2 ) produced i n the cav i ty o f the a r t i f i c i a l 
ear i s then measured. Following t h i s the a i d microphone i s removed and the 
sound pressure P D at the point previously occupied by i t i s determined i n the 
unobstructed sound f i e l d . This value i s then corrected f o r the increase of 
pressure due to the obstruct ion caused by an average head and the sound 
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pressure P 2 (dynes cm 2) which would ex i s t i n the external ear i n t h i s 
pos i t i on determined. 
The overal l - acoustic amp l i f i c a t i on A o f the hearing a i d i n db at each 
frequency i s then given by the formula 
A = 20 l o g 1 0 P I 
P2 
As before , care has *to be taken to see tha t the sound l e v e l from the loud-
. speaker i s not such as to exceed the power handling capacity of the a id , and 
pre l iminary tests to determine t h i s are necessary. 
Maintenance. 
(a) Power Supply. 
I n the C l i n i c i t was necessary to have as many as twelve aids i n 
commission at the same time. This would normally e n t a i l d a i l y rout ine 
t e s t i ng and changing of i n d i v i d u a l ba t te r ies i f the aids were to be maintained 
at a constant performance l e v e l , and the time required would/be considerable. 
I n order to obviate t h i s labour a ba t te ry u n i t was designed,the c i r c u i t 
diagram of which i s ' shown i n P ig . 12 (see page 11)^ whereby the act of plugging 
. o f any a id i n t o i t s p a r t i c u l a r socket not only connected the H.T. and L.T« 
to the correct supply, but also operated three meters i n s t a l l e d i n the f r o n t 
panel. i n th i s way the H.T. and L . T . voltage working the a i d together w i t h 
the anode current could be read simultaneously and checked against c a l i b r a t i o n 
f i g u r e s . The H.T. supgly consisted of a number of nine v o l t ba t t e r i e s , so 
that i t was possible to adjust the correct voltage to w i t h i n 1.5 v o l t s . The 
L . T . was made up w i t h three large 1.5 B e l l ba t te r ies and i n one case a two-
v o l t accumulator. 
(b) Routine Testing o f A m p l i f i c a t i o n . 
With constant use, hearing aids are l i a b l e to develop various f a u l t s which 
*may,j r e su l t i n a decrease o f e f f i c i e n c y which i s not immediately obvious. 
Normally a f a l l i n gain i s due to a running down of the ba t t e ry supply, but 
when t h i s i s not so i t may be due t o a f a u l t i n one o f the valves , the 
microphone, or,as i s very o f t en the case,!'.; , i . j L •• the r e s u l t ' o f the diaphragm 
of the receiver coming i n t o contact w i t h the magnet owing to a movement o f the 
paper washer. I t was o f prime importance tha t a l l aids should maintain t h e i r 
be 
e f f i c i e n c y , and any f a l l i n g o f f i n gain^detected at once. I n order to do t h i s 
a simple a r t i f i c i a l ear was constructed which amounted to l i t t l e more than a 
coupling device between the hearing a i d receiver and the microphone of a 
- 10 - ' 
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noisemeter. The procedure was similar to that previously described and 
i s shown i n Pig.13. 
Silence Room. 
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MS 
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rv 
Mic. 
Aid 
L/S. 
Receiver 
Mic. 
A r t i f i c i a l 
Ear 
O 
Noise-
meter. 
i f 
Fig.13 'Diagram showing layout f o r routine 
testing of hearing aids. 
The microphone of the aid was placed a f ixed distance away from a- loud-
speaker and the volume control of the aid turned to t h e ' ' f u l l gain 1 position. 
Pure tones of various frequencies were then relayed through the loudspeaker 
at chosen intensity levels, care having previously been taken to see that none 
of the aids overloaded at these levels. The noisemeter readings at each 
frequency were then taken and checked against readings that were taken when 
the aid was known to be i n good working order. In this way i t was possible 
to detect any f a l l i n g o f f i n gain and check a l l the aids accurately and 
quickly.. I t should be noted .that the a r t i f i c i a l 'ear used i n th is manner 
was not intended to provide absolute calibration .data, and i n consequence i t 
was unnecessary to give detailed consideration to the design of the coupling 
chamber. 
Amplification > 
Variation in/Seaa with Battery Deterioration. 
The high tension voltage of hearing aid batteries varies from about , 
30 volts t.o 50, and the low tension from Ig to k5 vo l t s . The manufacturers 
specify the voltages to be used with their particular aid and i t was considered 
of interest , therefore, to investigate how the performance of these aids i n 
- 12 -
general varies with voltage. 
The set-up used was the same as that described i n the previous chapter 
with the exception that provision was made so thatv the voltage could be varied. 
The L.T. voltage was varied by introducing a resistance i n series with the 
leads. This procedure could not be adopted i n the case of the H.T. voltage 
since many of the aids were not decoupled and any appreciable resistance i n 
the H.T. lead would have led to osc i l l a t ion . 
The voltage^ was varied by altering the tapping at the supply. A record 
of - one syllable words was relayed over the loud speaker at a level corresponding 
tie normal conversational voice at three feet at .the microphone of the hearing 
a id . The noisemeter reading was then found f o r f i v e of the words. By com-
paring the average ievei of these words with that found by placing the noise-
meter microphone i n the same place previously occupied by the aid microphone, 
the apparent a i r to a i r amplification was found. 
The H.T. and L.T. voltages were varied i n the manner described above and 
the amplification found i n each case. Pigs.14 and 15 show the variat ion of 
gain with H.T. and L.T. volt age of the six typical hearing aids shown i n F ig . l6 . 
I t must again be remarked that the a r t i f i c i a l ear used probably varied 
i n i t s response from one aid to another, and •consequently i t i s not possible 
to compare with any great degree of accuracy the performance curves f o r any 
two d i f fe ren t aids insofar as their respective gain i s concerned. The 
information to be derived from the curves i s therefore restr icted to 
(a) comparison between the d i f ferent curves f o r each individual aid 
(b) .comparison between the curves f o r d i f ferent aids of slope and 
c r i t i c a l ' c u t - o f f point f o r the L.T. voltage below which 
point the gain rapidly f a l l s to zero. 
\ 
\ 
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HEARING TESTS •' 
Pure Tone Audiometry. 
Introduction 
Before the development of the valve osci l la tor the otologist was 
dependant almost exclusively upon tuning forks f o r the measurement of hearing 
loss f o r pure tones. A tuning fork was struck and held close to the external 
auditory meatus of the patient who indicated when the tone was no longer heard. 
* f ~ 
At this point the otologist transferred the fork to 'h is own meatus and measured 
the time i n seconds that elapsed before he too could noh longer hear i t . This 
gave a sensi t iv i ty comparison at the so-called threshold of hearing of patient 
and otologist , and by using the Bezold Edelmann series of tuning forks wi th 
frequencies r i s ing i n oc'taves from 16 c.p.s. to 4096 possible to explore 
the hearing loss over a considerable part of the frequency range bf the human 
ear. These tests were, of course, subject to errors i n judgment and 
abnormalities of hearing of the tester. They were not, i n consequence, very 
accurate and i n the course of time various attempts were made to 'replace the 
tuning forks by a variety of electro-mechanical oscillators whereby i t was 
possible to producestones of variable frequency and intensity. 
Many devices were constructed, a l l very unsatisfactory, and i t was not 
u n t i l the advent of the valve osci l la tor i n recent years that any great advance 
was made i n the practical applications of audiometry which have since proved of 
such value to otologists i n the diagnosis of deafness. 
The modern audiometer, a typical c i r cu i t diagram of which i s shown i n 
Pig.17 usually consists of a reasonably stable audio-frequency valve osci l la tor 
covering the frequency range from 64 c.p.s. to 8192. The voltages so generated 
are applied by way of a system of attenuators calibrated i n decibels * 
to a good quality telephone receiver. The acoustic output of the receiver 
can usually be varied from 10 db below to 100 db above the normal threshold of 
hearing. This threshold value i s • obtained by taking the average of a large 
number of subjects between the ages of eighteen to twenty-five. 
Decibel. The decibel i s one-tenth of a bel . The number of decibels 
denoting the ra t io of two amounts of power is 10 times the logarithm to the 
base 10 of this ra t io . 
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•In general the audible frequency range of human hearing i s ;.- v 
•taken as extending f rom 16 c.p.s. to 16000 c.p.s. Very few adults, especially 
those i n la ter l i f e or middle age, are able to hear a 16000 cycle tone, or 
much above 8000 or 10000 cycles; yet young children can frequently detect a 
note as high as 20,000 or even 25,000 cycles. Pew sounds above 6,000 cycles 
however, are of importance i n daily l i f e . 
more" precisely 
The following diagram, Pig . l8, shows/the variation of the intensity of the 
pure tone at threshold with frequency f o r a normal hearing individual , and i t 
can be seen that there i s a rri mm value of the intensity at about 2000 cycles 
at which the ear i s most sensitive, while above and below this figure greater 
powers are required to excite the ear. The relation between apparent loudness 
of sound and i t s intensity i s complex, and Knauss, making several assumptions, 
has shown that i t can be expressed i n the form of an equation as follows: 
-54 -2/ -3 
L=I (10 I - J - l ) 3 10 sones ** 
-l6 
where I represents the intensity i n units of 10" watts per sq.cm. The 
equation, however, breaks down at high and low intensities and between these 
l imi t s i s only an approximation. 
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At 1000 cycles the threshold intensity i s of the order of .0002 dynes per 
sq.cm. (10 - 1 ^ watts per sq.cm.) 
A sound when suf f i c ien t ly loud, i n addition- to being heard i n the ordinary 
way, produces a peculiar t i ck l i ng or painful sensation at the ear. This i s of 
some importance and reference w i l l be made to i t l a te r . The upper curve of 
Pig.18 marls the onset .of th is kind of perception and i s termed the threshold 
of pain or feel ing. 
$one.v>rTfte:sdne?ia.ar.ut3it of loudness. I t i s defined as the loudness of a 
1000'cycle'tone 4-0 db"above threshold. (The-sone i s a so-called 'subjective' 
- 1 9 -
(a) Threshold of Hearing. 
. The technique of arriving at the threshold of hearing i s a matter of 
some importance. I f a continuous tone i s used and gradually attenuated 
from a level well above threshold, this threshold i s found to vary within 
f a i r l y wide l i m i t s , since i t is. no easy matter to determine when the tone 
ceases to be heard i n this way. More consistent readings can be obtained 
by approaching the ' just heard1 point both from above and below and taking 
an average of the results. This i s the procedure generally advised, and 
has been found to give f a i r l y reliable results. Testing i n this way wi th an 
interrupted signal of constant short duration^ the threshold can usually be 
established within f i ve decibels. Care, of course, needs to be devoted to 
the e lectr ical technique of interrupting the signal since i n certain circum-
stances serious d i f f i c u l t i e s may arise from transients .which are par t icular ly 
. l i ab le to occur when the tone interruption i s accomplished'by interrupting the 
output leads. 
These transients may be well above the sensation level of the test tone 
and tend to give a false threshold value. Borne audiometers i n .which a suitable 
v 
, type of valve with a bright emitter filament i s incorporated, interrupt the signal / 
by breaking the filament supply, thus eliminating the transients. 
(b) The Audiogram. 
Threshold readings are established i n the manner described fo r the 
frequencies r is ing i n octaves from 128c.p.s. to 8l92c.p.s. and the chart on 
which they are recorded i s known as an audiogram. I n p lo t t ing an audiogram 
we are concerned not' so much with the actual intensi ty of the tone at the 
threshold of hearing, but with the departure i n decibels from the average normal 
threshold. In the audiogram this 'average normal1 threshold level i s taken as 
the reference level . I t appears i n the audiogram as a straight l ine marked 0 
across the top of the chart shown below (Fig.19) and deafness at any point i n 
the frequency range i s expressed as jai:drop:'j;-& below th is l i ne . 
Systematic audiometry has shown that there i s a- normal decline i n hearing 
acuity wi th age. This part icularly affects the high tones, and although 
exceptions are frequent where aged people exhibit keen hearing f o r the.high 
tones, the average findings are shown i n Fig.20. 
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As can be seen from Fig. US the frequency response of the human ear i s by 
no means f l a t . The ear is., ' in fact," most sensitive \ i n the middle frequency 
range (1,000 - 3>000c.p.s.) within which are included the important -speech sounds 
as well as most of the common sounds of daily l i f e . . 
(c) The Limitations' of the Audiogram. 
Although the audiogram gives an accurate description of reduction i n 
sensi t ivi ty at threshold f o r pure tones, i t i s not always, as might appear, 
an adequate guide to the a b i l i t y of the subject to hear and understand speech. 
• • • « 
Reference to the audiograms shown i n Fig.21 of two patients who attended the 
Deafness Clinic demonstrates this rather wel l : 
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Subject A, suffering from a very severe .hearing loss was unable to hear 
loud, conversation at one foot and could only with d i f f i c u l t y be made to 
understand shouted words. Subject B, on the other hand, although he could 
hear with ease ordinary conversation at one pf.bbt was unable to understand i t , 
and the practical d isabi l i ty arising from his deafness was, therefore, very 
great, as great, i n f ac t , as that of Subject A., i n spite of the l a t t e r ' s much 
more advanced audiometric losses. 
The difference between the hearing reactions of these two subjects is to 
be found i n the causes of the i r deafness. Subject A was suffering from 
disease of the conducting mechanism of the middle ear, so-called 'conductive 
- 21 -
deafness.*. • The effect of th is type of deafness may be compared to, that pro-
duced by stopping the ear with the f inger . A certain reduction i n intensity 
is achieved which applies equally fo r f a i n t sounds and fo r loud sounds. This 
would mean that to a subject with a threshold loss of 40 db., sounds of 50, 60 and 
70 db. above normal threshold would have loudnesses equivalent i n a normal subject 
to those of sounds 10, 20 and 30 db., respectively above the l a t t e r ' s threshold. 
Subjects suffering from nerve deafness^ as i n the case of Subject B,,present a 
very d i f ferent picture to the otologist . In most cases the threshold for 
pure tones i s very sharply defined and easily determined. Thereafter loudness 
increases disproportionately with intensi ty. 
The cause of this audiometric peculiari ty of nerve deafness, " f i r s t described 
by E.P.Powler of New. York, i s not known, although i t has been the subject of 
extensive study by Steinberg and Gardnen [see bibliography No.(3)] and others. • 
These workers investigated the effect of deafness upon the sensation of loudness 
fo r pure tones at di f ferent intensi t ies . -They used experimental subjects with 
uni lateral deafness of both conductive and nerve types, and made measurements of 
the intensities of the sounds f a l l i n g on the.two ears which were considered by the 
subjects to be equally loud. 
The results of these loudness balancing tests are represented below, 
Pig.22. Chart A is characteristic of- conductive deafness and Chart B i s 
characteristic of nerve deafness. The intensities of the sounds are i n decibels 
above the normal threshold: 
Normal ear 
Deaf ear 
Ordinate 
Abscissa 
In a normal subject points of equal loudness i n the two ears would l i e 
upon the interrupted l ine A, passing through the or ig in at 0. In a subject 
with a conductive deafness of one ear, giving a thresholds! loss of 40 db., the 
points of equal loudness are found to l i e upon curve B (Chart A)-. In a subject 
with 'a nerve deafness of one ear, giving the same threshold loss of 40 db., 
the points of equal loudness • are found to l i e upon Curve C (Chart B) . 
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We see from the above that conductive deafness remains constant •with 
intensity. Nerve deafness, however, decreases with intensity. These 
results explain the observation that when a patient -with nerve deafness uses 
a hearing aid of which the amplification i s su f f ic ien t to. make the weaker 
sounds of speech audible, the. louder sounds become disagreeably loud. Such 
phenomena do not occur with conductive, deafness. I t i s clear that th is 
v a r i a b i l i t y of deafness with intensi ty observed i n nerve' deafness imposes 
s t r i c t l i m i t s on the amplification requirements of hearing aids suitable f o r 
such patients. 
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2. Speech Audiometry. 
Introduction. 
In devising the technique of speech audiometry the impairment of the 
normal capacity to understand spoken words has been accepted as the c r i te r ion 
of d i sab i l i ty due to deafness which i t i s desired to measure. The measurement 
of this d i sab i l i ty clearly lends i t s e l f to the conventional methods of 
ar t iculat ion testing, using test l i s t s of speech units , i . e . , sentences, words, 
or nonsense syllables. Before proceeding to a detailed description of the 
method used, however, i t i s necessary f o r a f u l l understanding to consider 
i n some detai l the various factors ;whic'h '^are"...inv6Iv.ed..^ .:-;.,:;..i ^sc^r ; . . 
(a) General Principles. The value of art iculat ion testing methods-
has now been well established i n the testing of 
i . transmission systems . . . 
i i . evaluation of the effects of noise on 
communication 
i i i measurement of the basic audib i l i ty of words 
and commands 
i v rating and training of communications personnel 
A quantitative measure of the i n t e l l i g i b i l i t y of speech i s obtained by counting 
the number of discrete speech units correctly recognised by the subject. 
Typically an announcer reads l i s t s of syllables, words, or sentences to the 
subject and the percentage number of items correctly recorded i s called the 
art iculat ion score. This percentage i s taken as a measure of the 
i n t e l l i g i b i l i t y of the speech received. 
The use of recorded speech'obviates many variable factors, but 
unfortunately introduces inherent d i f f i c u l t i e s i n recording. : I n general 
the word (ar t icu la t ion 1 i s confined to the. recognition of words and syllables 
whereas the word ' i n t e l l i g i b i l i t y * i s usually referred to sentences when the 
g is t or thought conveyed i s considered to be correctly interpreted. 
(b) Test Material. I f a proper assessment i s to be made of the r e l i t i v e 
values of transmission systems,, the testing material must be careful ly selected 
les t the ar t iculat ion scores obtained are a measure not only of the transmission 
systems but also of the in t r ins ic d i f f i c u l t y of the individual l i s t s themselves. 
When l i s t s of comparable•difficully are used, differences i n ar t iculat ion 
• scores may then be. interpreted as being due to the differences i n the 
transmission systems, etc. the merits of which i t i s desired to investigate. 
In order that the l i s t s be of equal d i f f i c u l t y and representative of con-
- 24 -
versationaT speech,consideration must be given to the following: 
(i.) .Representation of fundamental•speech sounds. 
A l l , or nearly a l l , of the fundamental sounds into which speech 
can be analysed should be represented i n each i i s t -of items. • 
Furthermore, the relative frequency of occurence of these 
fundamental speech sounds should re f lec t their dis t r ibut ion i n 
normal speech. 
( i i ) Types of test l i s t s . These may consist of nonsense syllables, 
words or sentences. The psychological factors of meaning, context,, 
rhythmj i n f l e c t i on , etc. are of great importance i n determining 
the ease with which items of these l i s t s are understood. Consequently, 
even though the l i s t s are balanced with respect to phonetic composition, 
actual tests must be made i n order to demonstrate that a l l l i s t s are of 
equal d i f f i c u l t y . . 
( i i i ) : D i f f i c u l t y a i td-re l iabi l i ty of test l i s t s . The range of d i f f i c u l t y 
provided by the l i s t s should be such that there w i l l be few items 
. which are too d i f f i c u l t or too easy under the conditions chosen f o r 
testing. Items which are always or never correctly recorded by the 
listeners are useless i n the testing of systems. I f the l i s t s are 
too long i t i s possible that the scores may be influenced by the 
subject becoming fatigued. The l i s t s should, therefore, be kept as 
short as possible, compatible with complete representation of a l l of 
the foregoing factors. No l i s t should be repeated twice, otherwise 
some of the items may be memorised and the resulting tests give a 
false comparison. 
'Ifept lASt^^2QM^k&£'Mgm.st of Nonsense Syllable L i s t s , Word Lists or 
Sentence Lis t s . These w i l l be considered seriatim. 
When i t i s desired to determine accurately tne effectiveness of a 
device i n transmitting particular speech sounds, nonsense syllables, are 
superior to words or sentences as test items. 
Reference to Fig.23 (page 26) which i l lus t ra tes the dis t r ibut ion of 
consonants and vowels-along the frequency scale with reference to their 
relat ive average power i n speech, w i l l show that a system with 'a l imi ted 
say 
response above/3000 c.p.s. w i l l not transmit such sounds as s., z, and th , 
as well as the others. Such select ivi ty can be e f f i c i e n t l y investigated 
by the use of nonsense syllable l i s t s . The l i s t s are primarily a test' of 
the efficiency of systems or parts of systems alone and not of the combined 
results 
efficiency of system and user. For this reason the tes t / should be 
independent of the personal element and therefore entai l taking the average 
of a number of listeners* scores. ' / 
Long'practise i s required i n the use of these l i s t s , and the most 
coherent results are obtained only with trained crews who are fami l ia r 
wi th the technique of interpreting nonsense' syllables. I n th i s way the 
l i s t s can be used to examine the ar t iculat ion eff iciency of microphones,... 
receivers, etc. under normal conditions or in. the presence of noise. 
Table 1 shows the speech sounds, from which the syllables are formed. 
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The syllables can take the forms vowel-consonant (vow-con), consonant-vowel 
(con-vow), or consonant-vowel-consonant (eon-vow-rcon) the las t of which i s the 
most usual. Random.selections of the various l e t t e r formations are made but 
care must be taken i n the preparation of the l i s t s according to the conditions 
stated earl ier and a l l syllables resembling English words should be rejected. 
Examples of these l i s t s are shown i n Table 2. 
Vowels- Consonants 
5 (as i n 
. a ( » it 
o ( " it 
- / it • ii 
o { e ( " ii 
u ( " n 
Short' 
father or arm) 
orb or wall) 
boat or low) 
team or f l e e t ) 
Voiced Stops -
b (as i n bold) 
d ( " " dent) 
j .(as " joke) 
( " " gold) 
Unvoiced Stops 
(as in . poor) 
" tent) 
" choke) 
" cold) 
t ( 
ch 
k 
Voiced Fricatives 
v (as i n vow) 
z ( "• ".zone)' 
zh ( 
th.'(-
a» (as i n tack or cat) 
o ( " I I l e t or fed) 
i ( y I I l i t or sin) • 
u 1 n run or sun) 
u I I could or put) 
Unvoiced Fricatives 
f (as _in face) 
azure) 
" then) 
s ( 
sh ( 
th ( 
soup) 
shine) 
thin) 
Transitional 
.7 
w 
h ( ' " 
hw (•" 
(as i n you) 
( "• " w i l l ) 
hot) 
what) 
Diphthongs Semi-vowel 
I; (as i n b i te or lime.) 1 (as i n loaf ) 
ow (as- " C O T / or ouch} - r ( " " root) 
o i ^ I I H c o i l or boy). m ( " ." men ) 
ew •( " .:• pew or cute) n ( " " never) i 
ng ( " " wrong) i-
Basic categories of the fundamental speech sounds. 
Table I 
Speech sound. Key woid. Speech sound. Key word. 
.1 • ha ho(t) 1 gob go-b 
2 • ha hay 2 shol shoal 
3 .- wa1 v/afg) 3 ros rus(t) 
4 wi wi(th) 4 jod •ju(g)-d 
5 vou . vow ' ' 5 bok - buck 
6 a'r air 6 - zlk • z-(d)ilce 
7 ez e(bb)-z- 7 bich buy^ch 
8 ush you-sh 8 k i t h k i ( t e ) - t h 
9 an on 9 gxt gui(de)-t 
10 i d ( D i d 10 y i f y - i f 
11 jouv jow(l)-v 11- sin sin 
12 moush • mou(nd)-sh 12 tei-im term 
13 rour rr-our 13 me^rl m-earl 
14 zuth z-(s)oothe 14 pe|rv p-(n)erve 
15 hus who-s 15 yet y-eat 
16 chush ch-(p)ush » 1.6 bel b-eel • 
17 3iim j - ( f ) o o ( t ) - m 
18 thup th - ( s )oo ( t )vp 
19 fuch fqo(t)-<5h 
20 wo'ng w a ( l l ) - n g 
21 cho-th c h a ( l k ) - t h 
22 t o ' j t a ( l l ) - j 
k-aug(er) 23 ko 'g 
24 fori (telejphone'*'-' 
25 dos dose 
17 zef z e ( a l ) - f 
18' weng . whe(n)-ng 
19 kev " k-ev(er) 
20 ha'ng hang 
21 pa 'g p - ( r ) ag 
22 yas y-^ace 
23. dap d-ape 
24. -yang ya(cht)*ng 
25 l an 1-on-
Syl lable L i s t s 
Table 2 
Word L i s t s . 
Despite the fact- tha t nonsense sy l l ab le l i s t s are the most 
accurate and economical mater ia l i n a r t i c u l a t i o n t e s t i n g , they are 
useless w i t h inexperienced personnel. 7/hen, the re fore , i t i s 
required, f o r example, to assess the hearing of a deaf person, resort 
must be made to word l i s t s . These are necessarily more clumsy to 
handle owing to the s i m i l a r i t y of so many words,. so tha t another f a c t o r 
i s now introduced, v i z . , the ' i n t r i n s i c i n t e l l i g i b i l i t y 1 o f the i n d i v i d u a l 
words. This l a t t e r f a c t o r , w i l l be dependant upon the l i s t e n e r ' s 
vocabulary and a b i l i t y to b u i l d up the component speech sounds i n t o words 
and aged people p a r t i c u l a r l y f i n d considerable d i f f i c u l t y i n t h i s . 
?ftiereas i n s y l l a b l e l i s t s i t -is usual to mark upon the basis of consonant 
vowel and whole sy l lable scores, when word l i s t s are used there i s reason 
to bel ieve that i t i s best to mark upon the basis of whole word scores, 
i . e . , word a r t i c u l a t i o n . This i s because a. consonant or vowel e r ror i s 
not necessarily due to t h e - s i m i l a r i t y between that ca l l ed and the a c t u a l , 
but because the rest of the word 'understood- leaves a choice of some several 
l e t t e r s i f a coherent word i s to be' repeated. Thirteen pa t i en t s , f o r 
example, out of twentyf ive ca l l ed the word 'gate ' instead of 'gape 1 , and 
t h i s cannot have been due to any likeness between the two f i n a l , consonants. 
The word l i s t s , besides f u l f i l l i n g the condit ions previously ascribed to 
t e s t l i s t s should be f a i r l y representative of English speech, and rare and 
un fami l i a r words re jec ted . The l i s t s given on Table 3 are some of a set 
which have .been used successfully i n the t e s t ing of deaf people f o r hearing 
aids. 
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A clamp you plow add l o t glow ) 
B l i v e qu i t then dog. nest queer ) 
C slum s h i f t sum , gem slap caught^ 
D b l i n k l o s t date pot yet dot j E k i t r e e l mop seek gag lamb ) 
1 choose scare gash school drop salve 
2 high wink may . sense check puss 
3 black base time t inge take clog 
k rear trade: f a c t cheap: deck . ramp 
5 lend love mode weave sob base 
6 gape punt teach morn. f i g souse 
7 pipe grudge shrub s i r shout c l i c k 
8 f i n d solve pup tha t please walk 
9 shine zone dive m i t t cast • job 
10 tug inch tack b e l l fame pack 
11 curse bed k iss time ache - wash 
12 mast roe ' hedge oath sped seed 
13 t h i c k cheat so naught wharf judge 
2*. rode yawn flame b l i n d who ace 
15 sly- k i d . shade n i n t h pulse f a s t 
16 shove feed cost boss barred pew 
17 t rue h i l l wide quick vow. web 
18 add watch dove edge t r i p t i l t 
19 good thud less jade . stag ' gang 
20 fowls bronze slash wed neck cork 
21 nose pass f l e e t own path f a i r 
22 f l a p green glove wreck cape p ick 
23 browse p u f f e l f mesh gnaw slush 
24 bathe wrath v i l e hole law car t 
25 s ick odds c u f f g o l f . class roost 
Introductory 
words. ' 
Word l i s t s used i n the t e s t i ng of deaf people f o r hearing aids. 
Table 3 
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Sentence L i s t s . 
The recogni t ion o f sentences i s , i n f l u e n c e d to a considerable' 
degree by the psychological f ac to rs of meaning, context , rhythm, e tc . 
so that the scores obtained with'sentence l i s t s are /very h igh. Unless 
therefore , the systems under t e s t d i f f e r g rea t ly , l i t t l e d i f fe rence w i l l 
be found i n the sentence i n t e l l i g i b i l i t y scores and a l l w i l l appear of 
equal mer i t . When-the systems are so bad, however, tha t the recogni t ion 
of s ingle words i s impossible, then resor t must be made to sentence l i s t s . 
A case i n point i s the t e s t i ng o f extremely deaf ind iv idua l s f o r 
hearing aids who are so deaf as "to be unable to understand i so l a t ed words. 
Two types o f l i s t s can be used: 
(a) those framed as questions so that a correct answer shows that • 
the context has been grasped* 
.(b): those which the l i s t e n e r i s expected t o repeat containing four 
or more key words on which the score i s abased. 
Examples o f the l a t t e r type are shown on page 32. 
Sentence Tests f o r Deaf People 
1 . The woman sat i n the park . 
2. The hoy d i d h i s homework. 
3. The player deals the cards. 
4 . The g i r l gets a p r i z e . 
5. Sai lors par t from t h e i r wives. 
6. Carpenters use auehisel . 
7. The servant dropped a p l a t e . 
8. The a r t i s t draws a sketch 
9. The crowd looked at the queen. 
10. The stranger asked the shortest way. 
11 . The f u r n i t u r e was moved i n a van. 
12. The f a t c h i l d cut her thumb. 
13. Schoolchildren learn lessons. 
14. The baker had some more bread. 
15. The labourer loads the l o r r y . 
16. Darkness f r igh tens l i t t l e ch i ld r en . 
17- The housekeeper bought the food . 
18. Hens have chicks i n the spr ing . 
19. . The shejherd found the lamb. 
20. The younger son joined the a i r f o r c e . 
2 1 . The crowd jeered at the speaker. 
22. The maid took care of the clothes . 
23. The b r igh t sun thawed the snow. 
24* The shopkeeper shows h i s goods. 
25. The i n f a n t screamed w i t h rage. 
1. The man drank h i s beer. -
2. The boy took h i s grey coat o f f . 
3. The mother needed a lengthy r e s t . 
4. Cars skidded on the wet road. 
5« The agent l e t the o l d house. 
6. Twelve months make a year. 
7. The f a t man mopped h i s brow. 
8. The teacher marks the exercises. 
9. The c h i l d was shown a p i c t u r e . 
10. The clergyman preached a long sermon. 
11. The puppy chewed the b a l l o f s t r i n g . 
12. V i s i t o r s come to tea . 
13. The bus turned round the corner. 
14- Smokers s t r i k e matches. 
15. The gardener cuts the lawn. 
16. The gamblers t r i e d t h e i r l uck . 
17. A s t i t c h i n time saves n ine . 
18. The magistrate bound her over. 
19. The woman burnt the cakes. 
20. The f ami ly enjoyed the p l a y . 
21. The po l i ce feared a r i o t . 
22. Soldiers wear uni form. 
23. The t h i e f took the watch. 
24. The black cat sharpened h i s claws. 
25. The procession passed the house. 
Table 4 . 
(Ref: Fry & Kerridge, Lancet, V o l . 1 . 1939) 
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1 
(c) The Corre la t ion o f Word A r t i c u l a t i o n 
and Sentence I n t e l l i g i b i l i t y . 
When words are used i n an a r t i c u l a t i o n tes t i t i s p:bssible to derive 
three associated scores: 
(a) the consonant a r t i c u l a t i o n . 
(b) the vowel a r t i c u l a t i o n 
(c) the word a r t i c u l a t i o n 
The vowels are the easiest fundamental sounds i n speech to recognise 
owing to , the f a c t tha t : 
(a) t h e i r acoustic power i s h igh , w e l l above tha t 
o f the consonants 
(b) t h e i r l oca t ion w i t h i n the phys io log ica l ly most 
e f f e c t i v e po r t i on o f the frequency spectrum 
(c) t h e i r l i m i t e d number and d i s s i m i l a r i t y 
The vowel a r t i c u l a t i o n score i s , the re fore , usual ly 
the highest. 
The consonants are more d i f f i c u l t to recognise owing t o ': 
(a) the low sound power w e l l below that of the vowels. 
(b) t h e i r wider d i s t r i b u t i o n outside the phys io log ica l ly 
most e f f e c t i v e par t o f the frequency spectrum. 
(c) the greater s i m i l a r i t y p a r t i c u l a r l y of such sounds 
as s and z, p and b , etc . 
The associated consonant a r t i c u l a t i o n score i s , except f o r high scores 
of vowel a r t i c u l a t i o n , usual ly at leas t 10$. below the l a t t e r . 
These inherent d i f f i c u l t i e s , however, make the consonant a r t i c u l a t i o n 
score a much more r e l i a b l e i nd i ca t i on o f the e f f i c i e n c y o f the system under 
t es t as t h e i r transmission i s a tes t o f so many more f ac to r s . 
The word a r t i c u l a t i o n score i s n a t u r a l l y lower than the other two as the 
correct recognit ion of a word en ta i l s recogni t ion of a l l o f the fundamental 
sounds i n the word. This l a t t e r statement i s open to some c r i t i c i s m , as i n 
c e r t a in three l e t t e r ' words the f i r a t two l e t t e r s are sometimes s u f f i c i e n t clue 
to the t h i r d . The word ' shou ld 1 , f o r example, leaves few a l te rna t ives i n the 
choice of the t h i r d ' l e t t e r . I f th i s f a c t o r i s taken i n t o considerat ion, 
however, the word a r t i c u l a t i o n score can be a very u se fu l guide i n the t e s t i ng 
of transmitted speech. 
In' order to invest igate the usefuln ess o f a system i n t r ansmi t t ing ideas 
i t i s necessary t o use complete sentences o f seven or eight words. There are 
ce r t a in important words i n each sentence, and i t i s required that each one be 
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co r r ec t l y recognised before the thought conveyed i s considered to be understood. 
c 
The percentage number of sentences co r r ec t ly received i s termed the 'sentence 
i n t e l l i g i b i l i t y ' . I t i s not possible at times t o make.extensive use of 
sentences i n the t e s t ing o f transmission systems owing to the l i m i t e d time 
avai lab le . A r e l a t i o n can be found, however, between the word a r t i c u l a t i o n 
and the sentence i n t e l l i g i b i l i t y , so that f o r any i n d i v i d u a l score o f the former 
obtained over a system the associated sentence i n t e l l i g i b i l i t y score can be 
ascertained. I n order to inves t iga te the above r e l a t i o n , the f o l l o w i n g tes ts 
were made:-
Five records of sentences were played to a crew o f s i x . The output was 
var ied by means o f an attenuator .from the zero p o s i t i o n where approximately 
f i f t y percent o f the sounds could j u s t be heard' to a se t t ing o f f o r t y db. above. 
The attenuator was graduated i n two db. steps and a l l o f these were u t i l i s e d i n 
order to cover the range as f u l l y as possible . I n the same way records of word 
l i s t s were played and the percentage consonant vowel and word scores found f o r 
a l l set t ings of the attenuator over the same range. 
The curves of Figs.24 t o 27. were obtained from these tests by p l o t t i n g 
percentage scores against attenuator se t t ings . I t can be seen from Pig.27 
tha t there i s a very c r i t i c a l range of. attenuator set t ings over which an increase 
of_onlyi;;foiir db. i s s u f f i c i e n t to increase the sentence i n t e l l i g i b i l i t y by f i f t y 
per cent. 
Fletcher |^ s266 Bibliography (4 ) ] derived the curve o f F i g . 28 from the former 
curves by p l o t t i n g the sentence i n t e l l i g i b i l i t y curve w i t h reference to a curve 
f o r sy l l ab l e a r t i c u l a t i o n . He took the percentage recogni t ion as the ordinate 
and an a r b i t r a r y value [100 -> ( sy l l ab l e a r t i c u l a t i o n ) ] termed d i s t o r t i o n as 
the abscissa. The s i m i l a r i t y between his curve and the one der ived from the 
curves o f Figs.26 and 27 i s the more remarkable since Fletcher used nonsense 
syl lables of three l e t t e r s and not words. 
Fig.29 shows the values.of sentence i n t e l l i g i b i l i t y p l o t t e d against the . 
corresponding values of word a r t i c u l a t i o n . I t can be seen that f o r comparatively 
low values of word a r t i c u l a t i o n the sentence i n t e l l i g i b i l i t y i s qui te h igh. A 
person, therefore , having a score of 40$ on word a r t i c u l a t i o n would be able t o 
understand more than 90$ conversation. The r e l a t i o n between these two scores i s 
qu i te independent of• the.manner of obtaining them,' f o r example, i f the word 
a r t i c u l a t i o n score over one system in t roducing attenuation was x and the 
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corresponding sentence i n t e l l i g i b i l i t y score y then, a word a r t i c u l a t i o n score 
of x on a system introducing d i s t o r t i o n and hot at tenuation would s t i l l have 
the associated score of y f o r the sentence i n t e l l i g i b i l i t y , 
(d) P rac t i ca l Procedureefor.iSpeech Audiome.try as applied to Deaf Subjects. 
( i ) -Test M a t e r i a l . The a b i l i t y to understand connected phrases or sentences 
i s , o f course, the u l t imate func t ion o f the hearing mechanism which we desire to 
assess, and t h i s would be achieved most d i r e c t l y by the' use of sentence tes t s . 
The procedure involved, however, would be too lengthy f o r use w i t h deaf subjects , 
while tests w i t h nonsense syl lables are sui ted only f o r l i s t e n e r s ' t r a i n e d i n 
t h e i r use. Tests w i t h l i s t s of s ingle words, therefore , remain as the only 
p r a c t i c a l procedure at our disposal . 
The words used i n these l i s t s were selected from those given i n JThe Reports 
on A r t i c u l a t i o n Testing Methods' Psycho-Acoustic Laboratory, 'Harvard Univers i ty 
[Bibl iography (5) ] » pa r t i cu la r , a t t en t ion being paid to a l l those fac to rs 
previously described. 
Disc recordings were made o f the l i s t s as spoken by a number o f good but 
untrained speakers o f both sexes. Arrangements were also made i n the course of 
the recording process to balance the inequa l i t i e s i n loudness of the voices i f 
the various speakers, and i t was possible i n t h i s way to obtain f rom the records 
a reasonable un i fo rmi ty o f output. Thereafter the records were reproduced by 
means of a good q u a l i t y a m p l i f i e r loudspeaker system. The range of a m p l i f i c a t i o n 
extended from j u s t below the normal threshold o f hearing t o 110 db. above i t i n 
2 db. steps. Suitable means f o r maintaining the c a l i b r a t i o n o f the a m p l i f i e r 
and of the o v e r - a l l acoustic output of the system were provided. The tests were 
ca r r i ed out i n a sound proof , well-damped room. The l i s t e n e r was seated w i t h 
h is ear r e s t ing against a padded r i n g a t a f i x e d distance from the speaker, and 
was asked to repeat the words as reproduced through the loudspeaker. His 
scores 
responses were w r i t t e n down by a marker, and the percentage/for vowels consonants 
and whole words then computed.. I t was found at the outset that the i n t r i n s i c 
i n t e l l i g i b i l i t y of the words i n any one l i s t covered a wide range; that i s to 
say, the easier words i n the l i s t would be understood at an amp l i f i c a t i on of some 
30 db or more below that r e q u i r e d ' f o r the most d i f f i c u l t . I t was recognised 
tha t a good tes t l i s t should be made up o f words having such a wide ove ra l l range 
o f i n t r i n s i c i n t e l l i g i b i l i t y and being evenly graded w i t h i n t h i s range. A l l o f 
the records made were systematical ly tested over the araplifierr-loudspeaker system 
using a number of normal l i s t ene r s and a r t i c u l a t i o n curves s i m i l a r to those i n 
- 3.6 -
Fig.26 obtained f o r each. The shape and slope o f the a r t i c u l a t i o n curve i s 
a measure o f the d i s t r i b u t i o n o f the order o f d i f f i c u l t y of the words i n the 
l i s t s . For example, a very steep curve would ind ica te tha t « n or most of the . 
words i n the l i s t s were o f the same order o f d i f f i c u l t y , whereas a shallow curve 
•would indica te a l i s t composed of words of gradually increasing order of 
d i f f i c u l t y . I n order tha t the records could be interchangeable i t was important 
Uhat t h e i r a r t i c u l a t i o n curves should be i d e n t i c a l ; any records w i t h a r t i c u l a t i o n 
curves", therefore ' t which deviated from that of F i g . 26 were re jec ted , 
( i i ) The Speech Audiogram. • -
The cor reMion previously made between word a r t i c u l a t i o n and sentence 
i n t e l l i g i b i l i t y (Fig.28) i s o f great importance f o r by means of i t we are able 
to ascertain a subject ,'s a b i l i t y to understand sentences from a study o f that 
person's word a r t i c u l a t i o n curve without hawing had to resor t to the more 
laborious tests w i t h sentences.- ; -
These two curves thus come to cons t i tu te the normal base l i n e o f these 
func t ions , and as such have been incorporated i n the Speech Audiogram Chart 
which i s shown i n Fig.30. • I t w i l l be noted that the 40/5 l e v e l f o r word 
a r t i c u l a t i o n corresponds t o 90$ sentence i n t e l l i g i b i l i t y . ' Above tiie 40$ l e v e l 
o 
f o r word a r t i c u l a t i o n , sentence i n t e l l i g i b i l i t y improves very l i t t l e . Below the 
40$ l e v e l f o r word ar t iculat ion,sentence i n t e l l i g i b i l i t y f a l l s s teeply. The 
40$ l e v e l f o r word a r t i c u l a t i o n i s , therefore , a c r i t i c a l one and i s so marked 
upon the chart . Three levels of amp l i f i c a t i on are 'also marked upon the chart . 
These are based upon ce r t a in o f the Beasley Gradings of soc ia l d i s a b i l i t y due to 
deafness ^^xgggxx^qgBeggxjyxaE&xagrirwimlfcx):. (See Bibliography No.6) 
Grade K o . l I n these subjects d i f f i c u l t y i s experienced i n hearing i n the theatre 
or church. An amp l i f i c a t i on se t t ing o f 36. db. was selected as g iv ing a speech 
i n t e n s i t y l e v e l at the ear o f the l i s t e n e r corresponding to l i s t e n i n g condit ions 
i n a theatre or church. I t i s marked 'Church l e v e l , ' . 
Grade No.11 I n these subjects d i f f i c u l t y i s experienced i n hearing i n .church 
. \ i • 
and also w i t h ordinary conversation. A second special l e v e l o f a mp l i f i c a t i on 
was selected t o correspond wi th t h i s Grade, and i s marked upon the chart as 
'Ordinary conversat ion ' . This l e v e l was determined by sound l e v e l meter 
measurements. The actual words of one o f the tes t records were spoken-into 
the microphone o f the sound l e v e l meter at a distance o f three f e e t ' b y a number 
i 
o f normal subjects using an ordinary conversational voice . The sound l e v e l 
meter readings f o r each word were recorded.and the average values taken. The 
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words were then reproduced from the records using the amplifier-loudspeaker 
i 
system w i t h the micarophone of the sound l e v e l meter placed at the l i s t e n i n g 
point i n f r o n t o f the loudspeaker. The ampl i f i ca t ion se t t ing of the a m p l i f i e r 
was then adjusted to give the same sound l e v e l meter readings as obtained w i t h 
the d i r e c t l y spoken voice . An- a m p l i f i c a t i o n se t t i ng of 50 db. was found to 
give t h i s r e su l t . 
Grade N o . I I I . I n these subjects d i f f i c u l t y i s experienced i n hearing i n church 
and w i t h ordinary conversation. There i s d i f f i c u l t y also i n hearing loud con-
versat ion and . in hearing over the telephone w i t h a good l i n e . A t h i r d special 
l e v e l of amp l i f i c a t i on at 64 db. v/as selected to correspond w i t h t h i s Grade,.and 
i s marked upon the. chart as ' l o u d 1 conversation. • 
The tests are .carr ied out at the three special levels and usual ly at some . 
higher levels as w e l l . With a l l but the s l i g h t l y deaf subjects no score was 
s 
obtained as a ru le at e i ther of the two lower of the three special l eve l s . The 
score obtained w i t h each test l i s t provides one po in t upon a curve which i's then 
inscr ibed upon the chart and i s taken to cons t i tu te the unaided speech audiogram. 
Three such audiograms are shown i n Fig .30 , each corresponding to one o'f the three 
Beasley gradings. The degree of the deafness, as expressed"by the unaided speech 
audiogram,may be taken i n general terms as the amount o f displacement o f i t s curve 
to the l e f t o f the normal. This displacement might be read at the speech threshold 
' -. 
l eve ls o f the two curves, - a course which i s , however, open to a number o f 
<-
objections among which may be included the var iab le performance of the ear at or 
near to the threshold. For a v a r i e t y of reasons i t would seem'preferable tha t 
t h i s l e f t w a r d displacement o f the audiogram should be read at the so-cal led 
c r i t i c a l l e v e l of 40$ word a r t i c u l a t i o n . . The displacement measured i n t h i s 
way has, therefore, , been taken' i n a l l of our Subjects as the measure i n decibels 
of t h e i r unaided deafness f o r speech. 
V 
I 
\ 
-0O0-
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S E C T I O N I I I 
Evaluation o f the Usefulness of Hearing Aids . 
Pure Tone Audiometer Method. 
A technique sometimes adopted i n America i n assessing the merits of. 
various hearing aids i n meeting the requirements of the i n d i v i d u a l i s based 
upon the assumption that i d e a l l y , the hearing a id should correct the subjec t ' s 
pure tone audiogram by se lect ive a m p l i f i c a t i o n of those frequencies at which 
the hearing loss i s greatest . ' , 
The unaided audiogram of the ear on which the a id receiver i s to be worn 
i 
i s f i r s t p l o t t e d . The audiometer receiver i s then placed over the microphone 
of the hearing a i d under tes t and the procedure repeated w i t h the subject 
wearing the hearing a i d . By comparing the two curves thus, obtained the measure 
of the a m p l i f i c a t i o n a f fo rded the subject by the hearing a i d at threshold 
i n t e n s i t i e s can be seen at a glance. Typical audiograms of a person taken i n 
t h i s way w i t h and without a hearing a i d are shown below, P ig .31 : 
i 
i 
MJBIOOMM, 
« • 2S6 512 W24 4IM 1182 
> FREQUENCY IN CYCLES PER SECOND. 
t 
• K-g* 31 
}•_ Audiograms taken w i t h and 
without a Hearing A i d . 
This method i s open to a number o f object ions . Unless elaborate pre-
cautions are' taken to see tha t the coupling arrangements between the microphones 
of the aids tested and the audiometer receiver are such that the t e s t i n g con-
d i t i ons are uniform throughout,the resul t s obtained w i l l not be r e l i a b l e . Even 
so, t h i s by i t s e l f would be an. inadequate tes t of the a i d since, as has been 
mentioned elsewhere, there "is i n general no very simple r e l a t i o n between a 
subject ' s audiogram, aided or otherwise, and h is a b i l i t y to i n t e rp re t speech sounds. 
- 40 -
Speech Audiometer Method. 
'Procedure. 
I t has been shown i n Section I I how use was made of selected word 
l i s t s w i t h an a r t i f i c i a l voice i n assessing a deaf subjec t ' s a b i l i t y to 
understand speech.' By an extension of t h i s technique i t has also been found 
possible to measure the p r a c t i c a l value of hearing aids f o r pa t ien ts . Before 
describing the de ta i l s o f t h i s technique reference may be made to the speech 
audiometry chart described i n Section I I which i s reproduced on-! the ( f o l l o w i n g 
page (Pig.32). Following the tes ts required f o r the p l o t t i n g o f the unaided 
speech audiogram, the ear of the subject i s replaced a t the l i s t e n i n g po in t 
i n f r o n t of the loud speaker by the microphone of one or other of the hearing 
aids which i t i s desired to. t e s t . Further tes t l i s t s are then l i s t ened "to. 
1 
I n the course of a f u l l examination tests are usually ca r r i ed out at the lower 
two o f the three special leve ls w i t h each o f the hearing aids tested. I t has 
been found, however, i n p rac t i ce , that most o f the informat ion required can be 
obtained from tests a t the 'o rd inary ' conversation l e v e l , and many of the tes ts 
w i t h hearing aids have therefore been ca r r i ed out at t h i s l e v e l alone. I n the 
f i n a l graphic record of the resu l t s the aids come to be arranged i n order o f 
meri t from above downwards along t h i s ordinate , the order depending, of course, 
upon the word a r t i c u l a t i o n scores' obtained. ?/hen, as i s usual ly the case, 
the curve of the unaided audiogram pursues a course above the zero l i n e 
p a r a l l e l to the normal, i t i s possible to construct u se fu l approximations to 
the f u l l curves f o r each of*the aids tested by. drawing l ines p a r a l l e l to the 
normal•curve and in te r sec t ing ' the 50 db ordinate at the respective a r t i c u l a t i o n 
l eve l s obtained w i t h the aids i n question. On the chart i s shown the speech 
audiogram of a subject coming w i t h i n the t h i r d o f the Beasley Gradirigs. The 
chart also shows the resul ts obtained w i t h a number of hearing aids. Inspection 
of the chart i n addi t ion to reveal ing the absolute and r e l a t i v e values of the 
« 
assistance provided by the various hearing aids , w i l l also show whether or not 
the assistance provided by a p a r t i c u l a r ' a i d w i l l b r i n g the pa t i en t ' s hearing 
capacity above the 40$ or c r i t i c a l value f o r word a r t i c u l a t i o n at any or a l l o f 
the three f i x e d l e v e l s , i . e . , church, ordinary conversation and loud con-
versa t ion . 
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Hearing Aid Test Results 
Obtained w i t h a Number of Commercial Aids . 
(b) Overload of Hearing A i d . 
• I t has "been found i n practise, tha t a l l o f the hearing aids used i n the 
» C l i n i c began to overload at an attenuator s e t t i ng of the speech audiometer 
between 52 db and 60 db. I n Pig.33 i s shown t h i s precise s e t t i ng f o r a 
number of a ids . This means that w i t h increasing output from the speech V 
audiometer above the overload poin t of each a i d there was no •corresponding 
* 
increase from the hearing aids and instead they began to d i s t o r t the speech 
sounds. ° . • . 
Hearing A i d . 
T> 1 
Speech Audiometer Set t ing 
at which Aid began' to 
Overload. 
Beltone 52-
Bonochord T60 52 • 
Mult i tone 52 
Belclere S. .54 
Belclere W. 58 
Amplivox V.. 58 
Bonochord P3 58 
Fig .33 
I t would be thought, the re fore , that the a r t i c u l a t i o n scores taken w i t h 
the speech audiometer set a t 64 ( loud conversation) would show a f a l l i n g o f f 
i n the a r t i c u l a t i o n score. The a r t i c u l a t i o n curves shown i n Pig.34 taken 
w i t h the subjects wearing the aids show that t h i s i s not so, and that i n ac tual 
f a c t there i s a gradual r i s e i n the a r t i c u l a t i o n curve up t o t h i s p o i n t , a f t e r 
which there i s a r ap id decline w i i h f u r t h e r increase i n output from the speech 
audiometer. I t mould appear, therefore , that the subjects do, i n f a c t , derive 
add i t iona l bene f i t from the a i d overloading despite the f a c t tha t there was no 
add i t iona l a m p l i f i c a t i o n , 
(c) Testing o f Patients s u f f e r i n g from Nerve Deafness. 
I n the t e s t i n g of ce r t a in pat ients s u f f e r i n g from nerve deafness, a good 
* deal o f ' c a u t i o n and patience was necessary when they were being tested w i t h an 
a i d . As described e a r l i e r (page 22) such pa t i en t s , although t h e i r cochlear 
s e n s i t i v i t y may be much reduced as assessed by means o f a pure tone audiometer, 
may hear sounds above t h e i r threshold at normal loudness l e v e l , and j.ndeed t h e i r 
threshold of pain i s sometimes reached at an i n t e n s i t y l e v e l below tha t of a 
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normal individual * 
The audiogram of Fig.35 shows the threshold of hearing ( f u l l l ine) and of 
pain (do"tted l ine) of such a patient. 
A i j -J 1 C>G; •••-» i *i • 
1 
10 
1024 20^8 <CSB EI5 512 12 » f . r '"ME:iCY IN C Y C L E S PErt SECOND 
• Jig. 35 • 
For speech to be i n t e l l i g i b l e the intensity must l i e . between these l imi t s 
and obviously the smaller the .enclosed area the more d i f f i c u l t becomes the task 
of prescribing a suitable hearing aid. In these cases i t i s of paramount 
importance that the volume of the aid be adjusted to that most suited to the 
testing conditions. I n certain cases the two curves l i e so close together 
that a hearing aid i s of no ava i l , although some of these patients at times 
f i n d a speaking tube of some s l igh t use. 
\ 
S E C T I O N I ? . 
• > , ' • ' ^ 
Some original observations upon the correlation of the Speech and 
Pure Tone audiograms i n a number of Deaf Subjects. 
The evaluation of the. pure tone audiogram i n terms of practical hearing 
d isab i l i ty has always-presented a. problem of interest and importance. 
One of the best known of the earlier, approaches to this problem is probably 
the percentage method of computing the hearing loss, from a pure tone audiogram, 
a method based upon experimental work at the Bell Telephone Laboratories and 
referred to by Harvey Fletcher (Bibliography Wo. 4 p. 201). According to this . 
method the hearing loss i n decibels fo r a pure, tone is ' converted into a 
percentage hearing loss by multiplying the former by a factor k. The average 
value of k wi thin the range of the principal speech frequencies, 512 to 2000 c.p.s. , 
i s 0.8. Users of the Western Electric Company's audiometer are given the 
following directions f o r arr iving at the percentage hearing loss: 'The percent 
of hearing loss fo r speech i s approximately equal to the average reading at 512, 
1024 and 2048 mult ipl ied by 0.8. ' The imperfections of th i s method are now 
becoming well known, and these have been well stressed by Bunch (Bibliography 
No. 7 p.51)-. Bunch's work shows very clearly what; has been known to otologists 
fo r a number of years, that patients with identical audiograms may show widely 
d i f f e r i ng capacities f o r the hearing of speech. Conversely, patients wi th 
widely d i f f e r i n g audiograms may be c l i n i c a l l y indistinguishable i n respect of 
deafness f o r speech. 
I n view of these observations i t has been f e l t f o r some time that the 
information provided by the pure tone audiogram, i . e . , a threshold test , i s 
related i n no very certain manner to the performance of the ear at the supra-
l iminal intensities involved i n l is tening to speech. . „ ' . . 
More recently, however, the work of Sabine [bibliography No. 8 ] upon 
the percentage evaluation of the pure tone audiogram has led to a reopening of-
the question upon what seems to be a much better considered basis. The following 
summary of his work and recommendations may be given: 
The auditory f i e l d enclosed between the threshold and pain curves which 
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appear on the conventional audiogram i s divided into a number of squares , 
forty-two i n a l l , as shown i n Fig. 36 below. 
m mm 
m 
Fiq. 36 
To each square i s assigned a value determined by i t s functional contribution 
to the hearing of speech. These values have been based i n the main upon a 
consideration of t he pi tch and intensity discrimination functions i n the 
d i f ferent parts of the auditory f i e l d . (For the relevant data reference 
should be made to the -work of Knudsen (Bibliography No. 9 ) and of Fletcher 
(Bibliography No. h p.158). The t o t a l of the values so assigned to the 
various squares i s equal to 100 and the to ta l value of the squares above the 
threshold curve as inscribed upon such an audiogram chart gives the hearing 
loss d i rec t ly as a percentage. This method of computing hearing loss as a 
percentage presents a number of advantages upon the Bel l Telephone System, to 
which reference has already been made, and has now gained f a i r l y wide acceptance 
as a standard procedure i n the United States by the U.S.A. army and other 
authorities. 
Fig.37 on the following page shows the type of chart, a development of 
that shown i n Fig. 36, which has been recommended by the American Medical 
Association fo r general use. Here the values inscribed i n each column are 
cumulative from above downwards. Thus the value f o r the percentage of to ta l 
hearing loss contributed by the hearing loss at any one of the four frequencies, 
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2048 
256, 512, 1024/or 4096 c.p.s. can be read direct ly from the chart, the figure 
i n question being given i n the square immediately above the level at which the 
hearing loss curve crosses the column concerned. Addition of the four 
cumulative values gives the to ta l percentage loss. 
0 
Pure tone audiometer chart tor evaluating percentage 
Hairing Loss 
as approved by the Council on Physical Therapy, 
American Medical Association?) 
0 . 0 
0-0 
0-3 
0-7 
0.0 
0-0 
0-8 
2-0 
o-o 
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/•/ 
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4- 3 
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/O-O 
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13- 6 
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23-0 
2S-3 
27-0 
27-7 
29.8 
31 .0 
ie-s 
17-8 
18.8 
Total 
tor speech. 
28-4 
"%jq.o 
32.S 
34.0 
3S-0 
19.4 
20.0 
.A' 
258 SI2 1024 2048 40 98 
frequency in c.p.s. 
9192 
Total Hearing Loss tor Subject with Audiogram 
A A' 
- 10-4 + 20 5 *• IS-1 + IS-0 - 71X . 
Fig.37 
Certain elements of doubt remain, however} part icularly i n view of the work 
of Fowler and of Steinberg & Gardiner on the so-called 'recruitment' phenomenon, 
observed i n cases, of deafness due to disease of the nervous mechanism of the 
internal ear. Here,' although deafness may be marked at threshold intensit ies 
of sound, there may be no apparent deafness at intensities well above threshold, 
as assessed by loudness balance tests. This emphasises again the probability 
that the relationship of the cochlear functions which are involved respectively 
i n the hearing of pure tones at threshold and of speech sounds wel l above 
threshold, i s by no means always a simple one. McFarlane [Bibliography Wo. 10-] 
i n particular has recently emphasised the l imitat ions of the pure tone audiogram 
as a guide to hearing fo r speech. 
I n view of th is conf l i c t of views upon the value of the pure tone audiogram 
as a guide to the practical a b i l i t y of the deaf person to hear speech, we have 
endeavoured to obtain fur ther evidence by the comparative study of the pure tone 
audiograms and speech audiograms of a number of deaf, subjects seen at the 
Deafness Clinic of the National Hospital, Queen Square. I n a l l of the subjects 
investigated, a f u l l c l i n i c a l examination was carried out and a diagnosis of the 
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deafening disease made. The subjects were divided "into two groups: 
Group 'A* suffering from disease of the conducting apparatus of the middle ear. 
Group 'B' suffering from disease of the nervous mechanism of the inner ear. 
There were i n a l l 27 cases in Group 'A 1 and 33 cases i n Group "B 1 . In a l l of 
the former and none of the l a t t e r paracusis 7 / i l l i s i i was present. This is a 
symptom, characteristic of disease of the conducting apparatus, consisting of a 
subjective improvement of hearing f o r speech i n noisy surroundings. . The pure . 
tone audiograms were taken with a Maico audiometer i n the usual wayt and the 
percentage hearing losses were then derived from the audiograms by the Sabine-
Fowler method. In. addition, direct measurements of a b i l i t y to hear speech were 
made i n a l l cases by means of the speech audiometer, using the technique 
previously described, (page 36) the deafness fo r speech being defined as an 
increase i n decibels above the normal intensity required by the deaf subject 
to give 40$ word ar t iculat ion. • The results are presented i n the form of a 
scattergram i n the following Chart (Pig.38) i n which the ordinates ate the 
percentage, losses as derived from the pure tone audiogram by the Sabine-Fowier 
method, and the abscissae the speech deafness i n decibels. 
K EY: Conducting Deafness • 
Nerve Deafness * 
BO 70 60 
X 
_ 5 i 
X x 
40 30 20 10 
Speech Deafness. Decibels 
.100 
,30 % Hearing 
,80 Leas as 
.70 derived from 
fiO pure tone 
,30 audiogram 
,40 fsa&ine Fowler 
.30 weighting) 
.20 
.10 
.0 
Fig. 38 
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RESULTS. . • 
Inspection of the scattergram shows that the dis t r ibut ion of the two groups 
of symbols, dots and crosses., shows a systematic d i f fe ren t ia t ion . I f each of 
the ver t ica l columns bounded by successive ordinates be regarded as 'a particular 
grade of speech deafness, then i n each grade the symbols are widely distr ibuted, 
covering a range of percentage hearing loss of 50 or more, with the conducting 
deafness symbols ly ing well above the nerve deafness symbolsi 
In other words, at any one level of deafness fo r speech the percentage 
' . . . • 
hearing loss f o r pure tones i s greater i n cases of conducting deafness than i n 
cases of nerve deafness. This difference may be considerable. Thus, i n the 
speech deafness range, 40 to 50 db . , there occurs a case of nerve deafness wi th 
a percentage loss of only 12$, together wiiih a case of conducting deafness wi th 
a percentage loss of 60$. 
Conversely, the chart may be divided horizontally into bands each representing 
a particular grading of deafness i n terms of percentage loss. In each band con-
ducting deafness symbols w i l l be seen distributed -weDJ. to the r ight of the nerve-
deafness symbols. 
In other words, at.any one level of percentage loss of hearing, the deafness 
f o r speech tends to be much less i n case's of 'conducting deafness than i n cases of 
nerve deafness. 
Thus, i n the percentage loss grading, 30$ to 40$, there occur several cases 
of nerve deafness with a speech deafness of 50 to 60 db. together with several 
cases of conducting deafness with a speech deafness of only 30 - 40 db. 
These results confirm, and to some extent systematise, the generally held 
bel ief that without reference to the character of the deafening disease pure tone 
audiometric findings cannot re l iably be related to the hearing capacity f o r speech. 
• The investigation i s being continued and i t i s hoped to analyse more closely 
certain aspects of cochlear func t ion j such as pi tch and intensity discrimination, 
which seem l i k e l y to be concerned i n the hearing d i sab i l i ty f o r speech found to 
occur i n nerve deafness. 
One feature of our findings seems worthy of particular note. As Steinberg 
& Gardiresr have described, (Bibliography No* 11 ) loss of sensi t ivi ty at threshold 
occurring i n cases of nerve deafness may be 'compensated* at higher intensit ies 
by reason of the so-called 'recruitment 1 phenomenon,thus, there may be i n such 
a case a threshold loss f o r a particular tone of , say, 40 db.. Nevertheless, 
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% 
s 
the same tone at an intensity 80 db;'. above normal threshold w i l l he heard by 
, the same subject with the same loudness as by a normal person. 
These observations not unnaturally suggest the poss ib i l i ty that th is recrui t -
ment of loudness i n cases of nerve deafness might be accompanied by a 
corresponding recruitment of hearing capacity fo r speech. 
Our present findings certainly provide no confirmation of this poss ib i l i ty . 
They suggest, on the contrary, that the d i sab i l i ty of subjects suffering from 
nerve deafness i n respect of threshold sens i t iv i ty i s increased i n respect o f 
hearing capacity fo r the supra-liminal sounds of speech. 
•oOo— 
/ 
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